CT-guided "real time" stereotaxy.
Starting from a previously developed 3-D digitizer for a CT correlated topographic orientation during open brain surgery a computerized targeting device was constructed specially designed for stereotaxy. CT and later MRI data are transferred to an IBM compatible personal computer. The spatial information is registered by a multi-axis measuring arm. Advantages and future development of computerized stereotaxy are discussed.